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Summary
Introduction. the conditions in the operating room can have an influence on the postoperative results of the refractive surgery 
performed with excimer lasers.
Aim. the aim of this study was to examine the relationship of the temperature of pmma plates (polymethylmethacrylate), 
environmental conditions and the energy load caused by the laser impulses during refractive surgery procedure.
Material and methods. wavelight allegretto and Schwind amaris excimer lasers were used for the study. polymethylmethacry-
late (pmma) plates with parameters: -10 dpt myopic ablation and 6.5 mm optical zone were used as a target for photoabla-
tion during the calibration of excimer lasers. energy load and temperature rise were measured with high accuracy infrared 
thermometer.
Results. logarithmically rising temperature was measured for both lasers. maximal temperature measuredwas 48°c for the 
allegretto laser and 43°c for the amaris laser. 
Conclusions. higher energy load with smaller repetition rate causes higher thermal load. thermal load of the pmma plate 
during the ablation is dependent on the environmental conditions, such as temperature, humidity, air flow, smoke plume evacu-
ation, etc.
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INtrODUctION
the accuracy of the excimer lasers used in refractive 
surgery is critical, considering the short- and long-term 
refractive results and wound healing. there is great de-
mand to make the procedure faster and causing less 
discomfort for the patient, and, consequently, for the 
technical development of instruments used. On the 
other hand, the long-term results and the possible side-
effect make it essential to precisely control the physical 
parameters (energy profile, repetition rate, airflow) of ex-
cimer laser during the whole refractive procedure (1, 2). 
the corneal temperature remains one of the most im-
portant parameters to control (3-6).
Before the refractive procedure, a speculum is ap-
plied onto the eye of the patient in to keep the eye open 
as well as to ensure constant temperature of the cornea. 
the removal of the superficial part of the corneal epithe-
lium or isolation of the flap may change temperature in 
the eyeball (7).
During the procedure, laser impulses cause the abla-
tion of corneal surface. According our preliminary study, 
part of the energy is transformed into heat and its amount 
is dependent on the frequency of the laser, its diameter 
and energy profile, as well as ablation strategy of the mod-
ern flying-spot devices (8). the cornea undergoes dynam-
ic thermal changes during the procedure and exchanges 
heat with the surrounding tissues, as well as with the en-
vironment (9). Aqueous humor circulation causes thermal 
convection deeper into the eye, and the air flow enabled by 
laser smoke plume evacuators causes convection to the 
environment10. the cornea also radiates the heat (10). 
In vivo studies examine the maximal temperature of 
the cornea during the treatment in clinical circumstanc-
es, the factors influencing corneal temperature, as well 
as the effect of corneal temperature on long-term results 
and wound healing, and the function of the heat-shock 
proteins (11-13).
In vitro studies frequently use PMMA (polymethyl-
methacrylate) plates and measure their surface temper-
ature. the plates are also widely used for preoperative 
testing of the lasers – they serve for the calibration, the 
comparison of different lasers and their ablation profile, 
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and the investigation of the relationship between the en-
ergy and temperature load (14-17).
this study examines the time factor of the tempera-
ture rise during excimer laser treatment equal to -10 D 
myopic refractive treatment on PMMA test plates on two 
different excimer lasers. Laser smoke plume evacuators 
were installed and the room conditions were equal to 
those used in the operating room.
AIM 
the aim of this study was to examine the relation-
ship of the temperature of PMMA plates, environmental 
conditions and the energy load caused by the laser im-
pulses during refractive surgery procedure.
MAterIAL AND MetHODS
two models of excimer lasers were used for this 
study – Schwind Amaris 500e, operating on 500 Hz fre-
quency, and Allegretto Wavelight, operating on 400 Hz 
frequency. Both of them were used on factory settings. 
environmental conditions of the room were stable. 
the temperature was set to 22 ± 1°c and humidity 
was 35 ± 5%.
Laboratory-calibrated, high accuracy infrared ther-
mometer (eBrO tLc 730, WtW GmbH, Germany) was 
used to the measure the corneal surface temperature. 
Accuracy and resolution of the thermometer was 0.1°c. 
All measurements were obtained from 8 cm distance. 
the distance (D) and the measured spot size (S) were 
proportional, with D/S = 8/1. the spot size applied by 
8 cm distance was 1 cm, therefore, equal to the size of 
the photoablation area. the thermometer was stored in 
the operating room in order to adjust it to the tempera-
ture of the environment. 
the surface of the PMMA test plate was fitted to the 
working plane of the laser device. Spheric myopic -10 D 
surface profile and 6.5 mm optical zone plates were 
used. continuous temperature measurement was tak-
en. the results of the measurement were recorded with 
a video camera. 
the output energies of both lasers were measured 
with calibrated Ophir thermoelectric UV energy meter, 
equipped with L30ex measure head.
reSULtS
the energy measured during the procedure with the 
Wavelight Allegretto laser are shown in figure 1, and 
with the Schwind Amaris – in figure 2. the repetition 
rate of the Schwind Amaris laser is 125% higher (500 vs 
400 Hz), but the output power of the Wavelight Alle-
gretto is about 180% higher (620 vs 350 mW). there-
fore, the procedure time is 140% longer with the Amaris 
laser (40 vs 29 s). 
corneal temperatures measured for both lasers are 
shown in figure 3. Maximal temperature for both lasers 
was reached at the end of the procedure and measured 
Fig. 1. the energy during the -10 Dpt treatment of the Wave-
light Allegretto
Fig. 2. the energy during the -10 Dpt treatment of the Schwind 
Amaris
Fig. 3. temperature changes during -10 Dpt treatment by the 
Allegretto (dashed line) and the Amaris (solid line)
48°c for the Allegretto laser and 43°c for the Amaris la-
ser. the temperature increased faster and higher in the 
procedure with the Allegretto laser, as it causes bigger 
thermal load to the material. In spite of this, it must be 
underlined that the maximum temperature of the PMMA 
remains under 49-50°c.
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It must be underlined that the measured tempera-
tures result in the dynamic balance between many fac-
tors, but basically depend on the thermal properties of 
the PMMA material, which is different than thermal prop-
erties of the cornea. therefore, temperature changes of 
human cornea have different characteristics and must 
be studied separately (8). 
cONcLUSIONS
the importance of our results is not the absolute 
temperature values of the PMMA surfaces, because 
it can be much higher than the corneal surface, de-
pending on the thermal properties of the material of 
the PMMA, the ablation profile, the ablation depth, the 
repetition rate of the laser, and the environmental fac-
tors of the room. the continuous (steady) temperature 
load caused by the stable energy absorption of the 
laser impulses results in a logarithmically increasing 
surface temperature. this provides an equilibrium 
state between the continuous temperature load, the 
properties of the PMMA plate and the different envi-
ronmental factors, including the room temperature, 
humidity and smoke plume evacuation system. these 
factors might have a significant effect regarding the 
evolved temperature conditions. Our results suggest 
the sensitivity of this equilibrium state, which means, 
that any change of the above mentioned factors may 
have effect to the evolving surface temperature of the 
PMMA plate or the cornea.
According to our results, the energy properties of 
all models of excimer lasers should be tested daily on 
a proper and identical way to ensure the suggested 
manufactural settings and to avoid unwanted possible 
diopter changes (under- or overcorrection) and side ef-
fects during the avascular corneal healing phase.
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DIScUSSION
An excessively high temperature of the cornea may 
cause thermal activation and inactivation of different 
corneal proteins, which may lead to unwanted stromal 
wound healing, regression of the refractive results and 
risk of increase of higher order aberrations in the treated 
eyes (18). therefore, studying temperature changes is 
of high practical importance.
According to our preliminary study (8), thanks to the 
convection of the aqueous humor and the smoke re-
moval system, corneal surface temperature during the 
procedure did not exceed +40°c. What is important, by 
this temperature, no heat damage of the corneal colla-
gen and other protein structures is done. On the other 
hand, other factors (e.g. ultraviolet-B exposure by the 
sun or solarium after the procedure, genes, etc.) may in-
fluence the corneal surface temperature. the metabolic 
activity of the keratocytes induced by high temperature 
may cause abnormal wound healing and preventing it is 
a subject of multiple clinical trials.
PMMA plates are widely used for calibration and 
comparison of excimer lasers. earlier studies com-
pared the ablation profile of different excimer lasers 
during the photoablation of PMMA plates. It was con-
cluded that in spite of a different ablation pattern and 
a different amount of ablated tissue, same refractive 
outcomes were achieved (19). In another study, the 
smoothness of the ablated surface of PMMA plates 
was examined (20). It has been shown that the smooth-
ness of the treated surface by the modern, flying-spot 
lasers is satisfying, in contrast to the significantly worse 
refractive outcomes of the older lasers. Other studies 
investigate the energy load and thermal load of the 
PMMA plate in the myopic ablative procedure (21). 
the importance of the stability of the environmental 
conditions in the room is proven, and a linear correla-
tion between the ablation depth and the temperature 
of the surgical environment is indicated. Our study 
investigated the temperature change of two different 
modern, flying-spot lasers. In relationship with the en-
vironmental conditions, with the airflow and the thermal 
load caused by the ablation energy, and with the heat 
conduction in the PMMA plates, the surface tempera-
ture rose logarithmically for both lasers. In the same 
environmental conditions, different energy profiles, lo-
cal airflow relations and repetition rate determined the 
PMMA temperature changes. Higher energy caused 
higher stable temperature level. the impulse energy of 
the the Schwind Amaris laser is lower than this by the 
the Wavelight Allegretto laser, which translated to a lon-
ger treatment time despite a higher repetition rate.
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